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INFRARED ABSORPTION SPECTRA OP METAL CARBIDES, NITRIDES AND SULFIDES 


0. Kammori, K. Sato, and F. Kurosawa 

Tokyo Research Institute, Yawata Iron and Steel Co., Ltd., 
Ida, Kawasakishi, Kanagawa-Ken 


The Infrared absorption spectra of 12 kinds of metal /1270 * 

carbides, 11 kinds of nitrides and 7 kinds of sulfides, 
a total of 30 materials, were measured and the application 
of the Infrared spectra of these materials to analytical 
chemistry was delscussed. The measurments were done in 
the frequency (wave length) range of (l400-400 cm“^ 

(7-25y). The carbides AI 4 C 3 , B 4 C, nitrides AIN, BN, 

SioNii, WB, and the sulfides AI 2 S 3 , PeS 2 » MnS, NIS and 
PbS were noted to have specific absorptions in the 
measured region. The sensitivity of Boron nitride was 
especially good and could be detected at 2 - 3 yg in 300 
mg of potassium bormlde. 

1. Introduction 


Interposed material and effluents in steel plan an exceedingly 
Important role. At the present time many attempts are being made 
to explain the behavior of these materials by extracting, separating 
and measuring them. Recently, in addition to the usual electrolytic 
and wet methods, other methods such as the machine analytic method, 
derivatography , X-ray diffraction, electron beam diffraction, and 
X-ray micro analyser (EPMA) have come into wide use. However, all of 
these methods have their merits and short comings and none of them 
are definitive. Therefore, we thought it would be Interesting to 
apply the Infrared absorption method which has been very little used 
for inorganic analysis. 

The Infrared absorption method has the advantages of a) the sample 
can be less than 1 mg, b) there is no reaction or dissolution as in 
derivatography and c) detection can be made even in non-crystalline 
material. If used with proper samples, good results should be expected, 
though not Important reports have appeared thus far. There is almost 
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no accumulation of Information concerning the absorption and spectra 
of the inorganic materials of this report, though part of them 
appeared in Ramdas report [1]. 

The authors are doing research on the application of infrared 
spectra to the analysis of steel [2-6], and this report continues 
from our report on oxides [2]. Here we investigate the absorption 
spectra of carbides, nitrides and sulfides. 

2. Experiments 


2.1. Measurement 

A Perkin-Elmer 521 model diffraction grating spectrophotometer 
was used. The experiments were done by the potassium bromide disk 
method. The 1 mg samples (20 yg in the case of BN) were weighed / 1271 

out with microscales and mixed with 300 mg of, potassium bromide powder. 
After this was uniformly mixed in an agate mortar, disks of 13 mm 
diameter and 1 mm thickness were prepared in a disk molding vessel. 

The area of measurement was 1400-400 cm~^(7-25 y). 

2.2 The Samples . 

The 12 carbide samples are shown in Table I, the 11 nitride 
samples in Table II, and the 7 sulfide samples in Table III. 

3. Experimental Results and Discussion 


Of the 12 kinds of carbides two, Al^^C^, and B^C were noted to 
have specific absorption in the frequency area measured. Of the 11 
kinds of nitrides, four, AIN, BN, Si^N^ (a-Sl^N^^ and g-Si^N^), and 
WN, were noted to have specific absorption in the frequency area 
measured. Of the 7 kinds of car sulfides, five, Al^S^, PeS^j 6-fJnS, 
MiS and PbS were noted to have specific absorption in the frequency 
area measured. Figures 1-3 show the absorption spectra with. the 
absorption positions. Below we will discuss the relationship between 
the absorption spectra and the structure of these materials. 
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TABLE I METAL CARBIDE SAMPLES 


TslWr I Metal carbide samples 


No. 

Sampir 

X- lay difTrai lion 

1 

•\lu:nin*.)iii carbitt^', Al«C} 

Al.C.'tt 

■j 

r.ATbid^, R|C 

RiCt 


(■hrt*m*'iin rarl*i«U, CfjCj 


1 

MIC 

MIC 

j 

Molybtl'‘fMin» rarl»t«l»'. Mo>C 

Nlo;C 

6 

Ntobium raibiH*", NbC 

Nt.C 

7 

Nirltrl r.irh»»l<“. NiC 

\iC 

A 

Taitialiim raitMtlr, TaC 

TaC 

*> 

Tiianiiini rarhu!^-. TiC 

Tic 

\(\ 

ca»l»i»lf, \'C 

\n 

II 

oibidc, U'C 

we 

12 

Ztrionium raibidr, ZiC 

7.tC 


t Involve! uraphlte ; tt Involve! unknown maieeinl 


TABLE II METAL NITRIDE SAMPLES 


Table n .\ictal nitride samples 


Nn. 

Sample 

X-ray difTr.tclion 

1 

Aluminum nittWr 

AIN 

2 

Boron nitride. BX 

B\ 


Chromium nitride, Cf|N(CtN) 

^-Cr,S, CrN(Ct)t 

4 

Hafnium nitride, IffN 

HfN'dlfO,, Hf)t 

5 

Niobium nitride, NbN 

NbNiNbNO, (NbN)4Hn 

6 

Silicon nitride. SiaNi 

ir-Sij.V^) ^-SijXi 

7 

Tantalum nitride 

T.Nft 

8 

Titanium nitride, TIM 

TiN 

9 

Vanadium nitride, VN 

VS 

10 

TunuMen nitride 

j WN(W, lVO,)t 

11 

Zirconium nitride, ZrN 

ZfX 


t Minor componenu ; tt Cnkoown mfetrrial i* im-oWed. 


TABLE III METAL SULFIDE SAMPLES 


Table III Metal sulphide samples 


No. 

Sample 

X-ray diffraclinn 

1 

Aluminum sulphide. .AIS 

AI|S,(AI,Flc.)f 

3 

Cuprous sulphide . 

CuS4C«|S(CuS)«» 

3 

Ferrous mifidc, FeS 

FrS(.-rr)tt 

4 

TN-rtte, FeS| 

FrStrvS,. Ff,n,)« 

4 

•Mane.in^v rulptiidr, MnS 

^ MnS^tt 

A 

NirkrI sulfide 

Amnrphotit 

7 

l..rad «utpliidr 

PI)S 


♦ Many impuritka InvoU-rd; tt >1t?wr tnmpnnrnu : 
ttt U'lkiMiwn mairriala arr •m'oh-rd. 
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U*ave number, cm** 


Fig. I Infrared absorption spectra of metal carbides 



Wave numhrr, rnr* 

Fig. 2 Infrared absorption spectra of metal nitrides 


3.1 Carbides 


The crystalline structure 
the carbides [7] were in general 
of the interstitial type, as for 
example, HfC, NbC and TaC . Most 
of the carbides tended to become 
berthollide. Al^^C^ was similar to 
salt and Cr^C^, NIC and WC each had 
their peculiar structure. Only two 
kinds of carbide were noted to have 
specific absorbency and it is 
supposed that the others have 
absorption bands in the far infrared 
region. Consequently, it would be 
difficult to attempt a study with 
only these results. 

From the analytic point of view, 
B|^C had . a specific absorbency of 
1085 cm“^. The authors have already 
used this for separative measurement 
of boron effluents in steel obtaining 
a calibration curve of fairly good 
linearity [5>6]. 


3.2 Nitrides 


The crystalline structure of the nitrides [7] was mostly of the 
NaCl type as seen in HfN, NbN and TiN, Consequently, these materials 
had only one absorbency. Since the absorption band was not inside 
the area measured, it was assumed that it was in the low frequency 
far infrared section below ^00 cm 




AIN belongs to the wurtzite 
type, and is known as a material that 
plays an important role in certain 
kinds of steel, such as IN steel. 

BN was of hexagonal layered graphite- 
like structure and diamond-like 
zinc-blende type. Boron is known 
as a material that enhances the 
quenching qualities of steel [8], 
and is beginning to be used in 
metallurgical research and recently 
in research by the analysis of state 
method [5, 6, 9]- BN had specific 
absorption at 1383 cm~^ and 819 cm~^ . 
The 1383 cm~^ absorption band was noted 
to be very strong. The absorbency 
was about 0.1 under the measuring 
conditions of our experiment with a 
4 yg sample. Since detection is 
sufficient at under 1 yg, this can 
be applied to the separation 
analysis of steel which contains boron. 
Si^N|^ was of a-type and 6-type. 
Consequently, there is no clear specific individual adsorption in the 
absorption spectrum of figure 2. This material is of group IV elements 
and this nitride is known as one of the few compounds that satisfy 
the valence law. X-ray diffraction showed that the 6-WN contained 
WO^ and the origin of the absorption band in figure 2 is not known. 

This could be resolved if the absorption spectrum of WO^ were known. 

Since only 4 of the nitrides were noted to have specific absorption, 
the relevance of the absorption spectra to the structure cannot be 
determined . 

3.3 Sulfides 

There is a fair amount of diversity in the crystalline structures 
of sulfides [7]. A defect is that it is very difficult to obtain a 



Fi". 3 Infrared absorption spectra of 
metal sulphides 
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pure material. However, of the seven samples specific absorption 
was noted for five. 


Al^S^ was multiform and there was a r g mutual transition. 
Its absorption spectrum was broad and the position of absorption 
unclear. The FeS^ sample contained PeS and Pe^Oi^ . There was no 

absorption band for PeS and since that of Fe_0. is in the vicinity 

— 1 —1 ^ ^ 

of 580 cm and 38 O cm [2, 10], it is assumed that the absorption 


band in figure 3 is mostly that of PeS 
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3-MnS, NIS NlS and PbS absorption spectra were very interesting 
.for their very great similarity. However, according to the results 
of X-ray diffraction, the 6 -MnS contained impurities and the NiS 
was noncrystalline. Therefore, these materials must be studied 
further using other analytical methods. 


. Conclusion 


Compared with oxides, there were very vew carbides, nitrides and 
sulfides which had specific absorptions in the measured region. 

(1^00-^00 cm ^). Of the 30 samples measured, specific absorption 

was noted in only 11 types, and of these, 5 were sulfides. Almost 

none of the materials of the experiment having absorption bands /1273 

outside the measured region had absorptions at high frequencies above 

1^00 cm~^. Most of them had absorption bands in the low frequency 

far infrared section below 400 cm" . 

Concerning the crystalline structure, HfC is typical of the 
carbides and is of the interstitial type. TIN is typical of the 
nitrides and is of the NaCl type. The nitrides were prone to become 
berthollide. The sulfides all had their peculiar structures which 
were diverse. No tendency for linearity between the crystal structure 
and absorption spectra was noted. However the absorption spectra of 
these materials can be very useful in the qualitative identification 
of compounds and can be effective in everyday analysis. BN, especially, 
can be detected when t he quantity is 1/100. In this experiment. 
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M yg of BN in 300 mg of KBr gave absorbence of 0.1, which is very 
sensitive. It is possible to use BN in the quantitative analysis 
of actual samples. 

It is exptected that more interesting information can be obtained 
concerning these inorganic materials by a study of their infrared 
absorption in the far infrared section. 

In conclusion, we would like to thank Dr. Mizushlma, Head of 
the Tokyo Research Institute of this Company for his guidance and 
encouragement . 
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